
foot up/down button
Press and hold to raise or lower the 
foot section.

alarm set Button
Press to activate alarm set mode. Press the hour 
(head up/down) and minute (foot up/down) 
buttons to set time. To exit mode, press any 
other button on the hand control.  When alarm 
sounds, press any button (except alarm button) 
to enable snooze for 5 minutes. Press the alarm 
button to deactivate the alarm.

                 wave up/down Button
Press and hold the increase or decrease 

arrow—after the head and/or foot massage 
have been activated—to activate the wave 

vibration system. Adjust wave intensity 
using increase and decrease arrows. To 

turn wave vibration system off, press and 
hold the decrease arrow until the wave 

turns off.

head up/down button
Press and hold to raise or lower the 

head section.

head Massage Button
Press and hold the increase or decrease 

arrow until massager turns on. Adjust 
massage intensity using increase and 

decrease arrows. To turn off, press and 
hold the decrease arrow until the massage 

turns off. 

flat button
Press to return the bed to the level position. 
This button also turns off massagers.

position buttons (1-4)
Press and release to return the bed to one 

of the four custom or factory-set positions. 

display
Press any button on the hand control to 

display the time for 15 seconds. When 
sleep timer is set, displays time remaining 

in cycle. 

Prodigy™ hand control function

NOTE
HAnD ContRoL ReQUIReS FoUR (4) AAA SIZe BA tteRIeS. to ConSeRVe 
BAtteRY LIFe , tHe tRAnSMItteR tURnS oFF ALL FUnCtIonS WHen 
AnY BUtton IS PReSSeD FoR MoRe tHAn  50 SeConDS.

Foot Massage Button
Press and hold the increase or decrease arrow 
until the massager turns on. Adjust massage 
intensity using increase and decrease arrows. 
To turn off, press and hold the decrease arrow 
until the massage turns off. 

S Button (set, sleep timer)
Press to capture any position, massage 
or wave function of the bed as a custom 
position. When the display shows “Set”, 
within 2 seconds press the 1, 2, 3, or 4 
button to save the current setting. When 
programmed, position 1 is the default sleep 
position and position 3 is the default position 
to lessen snoring. Up to four custom 
positions may be saved.
For sleep timer function, press 2 times for 30 
minute timer and 3 times for 60 minute timer 
(display will indicate “30” or “60”). When the 
bed times out, base will move to position 1. 
To cancel the sleep timer, press S button 4 
times. 

time set Button
Press to activate time set mode. Press the 
hour (head up/down) and minute (foot up/down) 
buttons to set time. To exit mode, press any 
other button on the hand control. 

additional button functions
1. Snore button — Press Set button 3 to activate the snore lessening feature. The bed will go to position 3 and after 30 minutes, 

the bed will return to position 1. Note: the bed has a default position 3 setting of head up seven (7) degrees, which can be 
re-programmed by the user.

2. Find feature — To find a lost hand control, press the Learn button on the power down box for 5 seconds. It will take several 
minutes for the lost hand control to beep and flash. When the hand control is found, press any button to stop the beeping/
flashing. The find feature is active by default. To deactivate the find feature (to extend battery life) press the Alarm Set and 
Time Set buttons simultaneously. To activate, press the Alarm Set and Time Set buttons simultaneously. 

. 

                            alarm Button
Press to turn alarm on or off. Press once to 

activate Wave wake-up mode (wave symbol 
will appear). Press twice to activate Alarm 

wake-up mode (alarm symbol will appear). 
Press three times to activate both the Wave 

and Alarm wake-up modes (wave and 
alarm symbols will appear). Press a fourth 

time to deactivate alarm (the display will be 
clear). Alarm status is indicated on the clock 

display.  
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The one step procedure below is required to program 1 hand control to operate 1 bed. Before beginning, 
make certain the bed is plugged into a working grounded electrical outlet. If programming fails, initiate 
the programming procedure a second time.

Prodigy™ hand control programming  1 hand control - 1 bed

Step 1
Locate the power down box for the bed and press 
the learn button (figure 13). When the light 
begins flashing rapidly, simultaneously press and 
hold the POS 1 and wave up buttons on the hand 
control (figure 14). Continue to hold the buttons 
until the backlight on the hand control begins 
flashing, then release.

    pos 1 
button

backlight

wave up 
button

figure 14

learn 
button

power 
down box

figure 13: Power down box learn button. 

One hand control is now programmed to operate 
one bed.



The five step procedure below is required to program 1 hand control to operate 2 beds. If programming 
fails, initiate the programming procedure a second time.

Prodigy™ hand control programming  1 hand control - 2 beds

Step 1
On bed 1, locate the junction box and press the find 
learn status button. While holding the find learn 
status button, plug the bed into the electrical power 
outlet. Continue to hold the find learn status button 
for 10 seconds, then release (figure 15). 

Step 2
On bed 2, locate the junction box and press the 
find learn status button. While holding the find 
learn status button, plug the bed into the electrical 
power outlet. Continue to hold the find learn status 
button for 10 seconds, then release (figure 15). 

figure 15: Junction box learn button. 
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Step 3
On bed 2, locate the power down box and press 
the learn button (figure 13). When the light 
begins flashing rapidly, press the learn button on 
the power down box for bed 1. When both lights 
begin flashing slowly (approx. 20 seconds), press 
the learn button on the power down box for bed 2. 

learn 
button

power 
down box

figure 13: Power down box learn button. 

Step 4 
When the light begins flashing rapidly, 
simultaneously press and hold the POS 1 and 
wave up buttons on the hand control (figure 14). 
Continue to hold the buttons until the backlight on 
the hand control begins flashing, then release. The 
learn button on the power down box will begin 
flashing slowly.

Step 5 
Press the learn button on the power down box 
for bed 1. When the light begins flashing rapidly, 
simultaneously press and hold the POS 1 and 
wave up buttons on the hand control (figure 
14). Continue to hold the buttons until the 
backlight on the hand control begins flashing, 
then release. The learn button on the power 
down box will begin flashing slowly.

One hand control is now programmed to operate 
two beds.



Prodigy™ Hand control programming  2 hand controls - 2 beds

The five step procedure below is required to program 1 hand control to operate 2 beds. If programming 
fails, initiate the programming procedure a second time.

Step 1
On bed 1, locate the junction box and press the find 
learn status button. While holding the find learn 
status button, plug the bed into the electrical power 
outlet. Continue to hold the find learn status button 
for 10 seconds, then release (figure 15). 

Step 2
On bed 2, locate the junction box and press the find 
learn status button. While holding the find learn 
status button, plug the bed into the electrical power 
outlet. Continue to hold the find learn status button 
for 10 seconds, then release (figure 15).

figure 15: Junction box learn button. 
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Step 3
On bed 2, locate the power down box and press 
the learn button (figure 13). When the light 
begins flashing rapidly, press the learn button on 
the power down box for bed 1. When both lights 
begin flashing slowly (approx. 20 seconds), press 
the learn button on the power down box for bed 2. 

learn 
button

power 
down box

figure 13: Power down box learn button. 

Step 4 
When the light begins flashing rapidly, 
simultaneously press and hold the POS 1 and 
wave up buttons on hand control 1 (figure 14). 
Continue to hold the buttons until the backlight on 
the hand control begins flashing, then release. The 
learn button on the power down box will begin 
flashing slowly.

Step 5 
Press the learn button on the power down box 
for bed 1. When the light begins flashing rapidly, 
simultaneously press and hold the POS 1 and 
wave up buttons on the hand control (figure 
14). Continue to hold the buttons until the 
backlight on the hand control begins flashing, 
then release. The learn button on the power 
down box will begin flashing slowly.

Step 6
Repeat Steps 4 and 5 with hand control 2.

Two hand controls are now programmed to 
operate two beds.


