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Prodigy™ Gentle Wake Alarm Screen

STEP 15
After selecting the Alarm button from the More screen, the 
Gentle Wake Alarm screen will appear. Make sure Gentle Wake 
Alarm is set to ON. Scroll to find the appropriate time and then 
touch the Set button (Figure 15). 

Figure 15: Gentle Wake Alarm screen. 
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STEP 16
A screen will appear indicating device is updating (Figure 16). 
Let device complete updating (this may take a few moments).

Figure 16: Updating screen.

Prodigy™ Gentle Wake Alarm Screen
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Prodigy™ Diagnostics Screen

STEP 17
After selecting the Diagnostics button from the More screen, 
the Diagnostics screen will appear (Figure 17). Note: a 2-digit 
number will appear in the Fault Code field if there is a fault. Call 
for assistance (toll free) 800.888.3078. 

Figure 17: Diagnostics screen. 



FCC DISCLAIMER
Changes or modifications not expressively 
approved by the party responsible for compliance 
could void the user’s authority to operate the 
equipment.



For customer service, call toll free 800.888.3078
For customer service online, email: 
accustomerservice@leggett.com

www.adjustablesbyleggett.com


